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ABSTRACT: Temporomandibular disorders (TMD) are part of a heterogeneous group 
of pathologies that manifest with a constellation of signs and symptoms. They are 
the most frequent cause of chronic orofacial pain and are prevalent in 12% of the 
general population. Despite the debilitating nature of these disorders, there is no 
standardization for treatment of the diseased temporomandibular joint (TMJ). In this 
review, we present an overview of the functional anatomy of the TMJ and the engi- 
neering concepts that must be understood to better understand the indications for 
surgical management, the types of available treatments and the requirements for 
reconstruction. A comparison is made of the clinical outcomes with autogenous 
versus alloplastic reconstruction, including a history of alloplastic materials and 
the design features of currently available implants. Emphasis is made on material 
selection, modulus, stiffness, notch sensitivity and modularity. For the treatment of 
TMD, engineered TMJ alloplastic replacements have had considerable promise with 
additional room for improvement using new materials and recent design concepts. 

KEYWORDS: Temporomandibular joint (TMJ), alloplastic, prosthetic, artificial, re- 
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INTRODUCTION 

The temporomandibular joint (TIVIJ) is one 
of the most active joints in the human body. This 
unique "ball and socket" joint allows for more than 
2000 hinge and sliding motions per day in activities 
such as talking, swallowing, and kissing. Temporo- 
mandibular disorders (TMD) are currently the most 
prevalent source of orofacial pain accounting for 12 
percent of the adult population in the United States 
(1, 2). There is a strong 10:1 female predominance 
with the majority being between eighteen and forty- 
five years of age (1-3). Congenital dysmorphism, 
trauma, osteoarthritis, rheumatoid arthropathy, an- 
kylosis, condylar resorption, neoplasia, and previ- 
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ous failed reconstruction of the TMJ attribute to the 
development of TMD and are indications for TMJ 
reconstruction (4, 5). The presenting symptoms in- 
clude headaches, changes in the mandibular range 
of motion, and pain (1, 6, 7). Despite the significant 
psychosocial impact of TMD, the method of TMJ 
reconstruction remains controversial. Currently, 
autogenous and alloplastic joint replacements are 
available. The purpose of this review is to discuss 
the advantages and disadvantages of current TMJ 
replacements with an emphasis on engineering 
concepts and future improvements. 

TEMPOROMANDIBULAR DISORDERS 

Pathogenesis of degenerative TMJ diseas- 
es is thought to occur from the disequilibrium pro- 
cesses involving chondrocyte proliferation, differen- 
tiation, and degradation. Coupled with increasing 
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inflammatory mediators, tlie liallmark of TIVID is in- 
creased degradation of tlie joint tissue. Altered me- 
chanical loading, female hormones, and alterations 
in the extracellular matrix of the TMJ are thought 
to cause TMD (8). Altered mechanical loading by 
either trauma or distorted function can surpass the 
healing capacity of the joint and cause irreversible 
damage (9, 10). 

Traumatic injuries can also result in degen- 
erative changes of the TMJ. Comminuted fractures 
of the mandibular condyle are difficult to treat and 
can lead to chronic pain and ankylosis. A study of 
400 TMD patients found that a quarter of the cases 
were linked to a traumatic event (11). Whiplash inju- 
ries seemed to be especially linked to the develop- 
ment of painful jaw and the development of delayed 
TMD symptoms (12, 13). 

In addition to mechanical etiology, genetic 
predisposition has also been linked to TMJ symp- 
toms. The high prevalence of TMD in women has 
been correlated with estrogen and progesterone 
levels. In addition, the intensity of jaw pain has 
been associated with polymorphisms in the estro- 
gen receptor (16). In addition to hormonal influenc- 
es, genetic predisposition to TMD is also postulated 
to affect the joint extracellular matrix (14, 15). 

Irrespective of the etiology of TMD, the 
symptoms can be devastating to the patients suf- 
fering from the disease. Consequently, the goals 
of TMJ reconstruction should be to: 1 . reduce pa- 
tient suffering; 2. improve joint function; 3. reduce 
disability; 4. prevent morbidity; and 5. maintain ac- 
ceptable treatment costs (17). To better understand 
how to achieve these goals, an understanding of 
the TMJ anatomy and function is required. 

ENGINEERING CONCEPTS OF THE TEMPORO- 
MANDIBULAR JOINT 

The TMJ can be simplified as a "ball and 
socket" joint. The mandibular condyle "ball" fits into 
the temporal bone mandibular fossa "socket" (Fig- 
ure 1). It is capable of both rotational and transla- 
tional motion. The ability of sliding on a hinge joint 
is unique to the TMJ. This allows for motion in vari- 
ous vector planes involved in speech, mastication, 
swallowing, and yawning (3). 

This ball and socket lever system has an 
articular disc separating the mandible and the tem- 
poral bones. This avascular, insensate structure is 
attached to the condyle medially and laterally by 
collateral ligaments (Figure 1). Cartilage is found 
on the bony surfaces in the TMJ allowing for the 
dissipations of shearing and frictional loads gener- 
ated by the functional jaw. Synovial fluid that bathes 



the TMJ acts as a vehicle for nutrient delivery and 
waste product removal. It also acts as a lubricant 
by reducing the coefficient of friction and the strain 
energy (18). 

Functionally, the forces of mastication are 
distributed along the mandible. The tensile stresses 
develop at the sites of masseter muscle attachment 
to the bone which are converted to compressive 
stresses at the bite target. The forces are distrib- 
uted (flow) through the stiffest components of the 
bone to the target point. This is the cortical part of 
the mandible ramus and body. At the target, the 
teeth and adjacent bone experience the maximal 
compressive stress. This stress continues to in- 
crease at the bite target until the geometry of the 
target changes (cleaving or crushing). The contra- 
lateral masseteric sling generates force that acts to 
stabilize the mandible from rotation. In addition to 
this TMJ hinge motion, the chewing and grinding 
of the found bolus require translational and sliding 
forces in the axial plane generated by the pterygoid 
muscles. Aberrant mechanical loading because 
of trauma or even changes from solid to soft diet 




Figure 1.:A) Black arrow pointing to the anterolateral view of the 
TMJ as seen on a drawing of the human skull. B) Drawing of the 
left lateral TMJ on a human skull. C) A schematic of the TMJ as 
a hinge and sliding joint. D) Saggital section through the TMJ 
showing the meniscus and cartilage between the mandible and 
temporal bones of the TMJ. E) The jaw simplified as a third class 
lever: Lever: the mandible body; Fulcrum: the TMJ; Effort: force 
generated by the masseter muscle; and Load: the food bolus. F) 
Drawing of a lateral view of the human skull as a third class lever 
with a bite target as the load. 
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can cause decreases in the thickness of the man- 
dibular condylar cartilage and subchondral bone 
volume which can be reversed with the restoration 
of normal loading (9,10,19). In addition, the forces 
generated with mastication can generate high joint 
reactive forces on the condylar cartilage. Accumu- 
lation of abnormal forces, trauma, and autoimmune 
reactions can wear the normal TMJ and lead to 
TMD. This can be a devastating, painful state that 
prevents normal jaw function and may also lead to 
bony resorption. TMJ reconstruction surgery can be 
an option to reverse these changes. 

RECONSTRUCTION OF THE TMJ 

AUTOGENOUS 

The initial management of TMD includes 
occlusal splints, physiotherapy, pharmacotherapy 
and complementary medicine. Surgery is offered as 
a last resort since it has been shown that the higher 
the number of prior jaw surgeries, the poorer the 
subjective outcome (20). Most authors agree how- 
ever, that the main indications for joint replacement 
are the presence of a symptomatic severely dam- 
aged joint from either severe joint disease or failed 
previous surgeries. 

The method of reconstruction of the TMJ 
with autogenous grafting versus alloplastic pros- 




Figure 2: Drawing of the harvest of the costochondral rib graft 
for temporomandibular joint reconstruction. The decorticated rib 
graft is fit into the mandible as an inlay and fixed with 0.5 mm 
stainless steel wires. 



thetics is controversial. Many autogenous grafts and 
flaps have been described including fibula, meta- 
tarsal, sternoclavicular, iliac, and costochondral tis- 
sue (21 ). The most commonly used technique is the 
costochondral graft (Figure 2). This graft is unique 
in its biological compatibility, workability, functional 
adaptability, and minimal detriment to the patient. 
The growth potential of costochondral grafts is 
ideal in children. Cost has also been implicated as 
an advantage over alloplastic prosthetics. To our 
knowledge however, there are no cost analysis 
studies comparing the longer operative time and 
hospitalization required for patients undergoing au- 
togenous TMJ reconstruction as compared with the 
initial high cost of alloplastic implants. Autogenous 
grafting for TMJ reconstruction has shown very sat- 
isfactory cosmetic and functional results. Complica- 
tions do exist however, including donor site morbid- 
ity, facial and temporoparietal nerve injury, Frey's 
syndrome, recurrence of ankylosis, fracture, bone 
resorption, and unpredictable growth behaviour of 
the graft (22, 23). Another important consideration 
is that autogenous reconstruction only deals with 
the mandibular condyle portion "ball" of the joint. 
It does not address abnormalities of the tempo- 
ral bone mandibular fossa "socket". Furthermore, 
when autogenous reconstruction was compared 
with alloplastic reconstruction of the TMJ, patients 
showed equal improvement in pain and jaw func- 
tion (21). However, more patients required re-op- 
eration in the autogenous group (66.67%: n=18 of 
27), a third of who developed recurrent ankylosis 
(21). Autogenous grafting for TMJ reconstruction 
can be a satisfactory operation in the right patient 
with a known complication. 

ALLOPLASTIC 

Indications for alloplastic TMJ reconstruc- 
tion are controversial. Mercuri has summarised the 
indications in his review: 1. Ankyolosis with severe 
anatomic abnormalities; 2. Failure of autogenous 
grafts; 3. Failure of Proplast-Teflon or Vitek-Kent or 
partial joints implants; 4. Severe inflammatory joint 
disease that results in joint mutilation and functional 
disability (17). Unfortunately, due to the lack of cur- 
rent data, these criteria have been presented with- 
out the discussion of differences between available 
prosthetic options. 

History 

In light of the disadvantages in autogenous 
reconstruction, alloplastic TMJ reconstruction was 
increasing in popularity in the early 1980's. At that 
time, Vitek Inc. obtained FDA-approval for the use 
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of their Proplast-Teflon implant designed for sur- 
gical replacement of dysfunctional TMJ. Proplast 
was developed by a chemical engineer, Dr. Charles 
Homsy, in the late 1960's. He combined this soft 
porous material with Teflon (polytetrafluoroethyl- 
ene) resin to create a biomedical implant for TMJ 
replacement. The Proplast was used to encourage 
host tissue ingrowth and stability while the Teflon 
was designed to withstand wear from the joint. 
Homsy studied his materials in vitro, however he 
did not conduct wear nor animal testing of the Pro- 
plast disc implants (24). Despite incomplete testing 
(25) and warnings given by the supplier company 
Du Pont that "Teflon implants wore badly and had a 
tendency to disintegrate in load bearing joints" (26), 
it is estimated that 26,000 patients across North 
America were fitted with these implants. By the late 
1980's many patients presented with irreversible 
and life altering symptoms related to mechanical 
failure of the Vitek product. This was secondary to 
the implant failure under repeated loading causing 
soft tissue damage. On January 1991, the FDA or- 
dered Vitek to remove its implants from the market. 

Implant Design 
Engineering Concepts: 

To prevent repeating the Vitek implant ca- 
tastrophe, thorough testing of materials for implant 
design must be conducted. In the world of total hip 
arthroplasty (THA), various materials have with- 
stood the test of time for the past four decades. It 
would seem reasonable therefore to look at ortho- 
paedic technology for better solutions to problems 
in craniofacial surgery. Choosing the appropriate 
materials, however, begins with understanding key 
engineering concepts and desirable implant prop- 
erties. 

Biocompatibility: The first tenet of implant 
design is to attain good fixation while causing the 
least amount of damage to the surrounding tissue. 
Modulus: The elastic modulus of a material is the 
measure of resistance to deformation for a given 
load or stress. For example, materials with lower 
elastic moduli or lower function stiffness (see be- 
low), are generally more load sharing with bone, a 
property that helps preserve native bone density 
and strength. 

Stiffness: The stiffness of a material is de- 
pendent on both the elastic modulus and geometry 
of the device (equivalent to the arithmetic product 
of the two values). For two objects made of the 
same material, the larger the object the stiffer it is 
and thus, more resistant to deformation. One way 
to use relatively rigid metallic materials without nec- 



essarily creating an implant that is excessively stiff 
is to make the implant hollow or very porous. This 
design concept enables the fabrication of implants 
that better share load with bone (see below). 

Stress Shielding: When different materials 
are placed adjacent to one another with a uniform 
load applied to both, the stiffer material will resist 
changes in deformation more than the more flexible 
material. For example, when a titanium metal plate 
(a higher modulus of elasticity than bone) is fixed 
adjacent to bone, stresses applied will be seen by 
the stiffer metal plate (Figure 3). Bone is said to be 
"stress shielded". According to Wolff's Law, bone 
will remodel according to in vivo loads; thus bone 
that is 'stress shielded' will lose density and conse- 
quently have less mass and strength in the case of 
revision surgery. 

Notch Sensitivity: In addition to reduc- 
ing stress shielding, promotion of bone ingrowth 
through porous metal coating will also increase im- 
plant fixation. The porous coating of hip implants 
has been shown to promote bone ingrowth (30-32). 
The ingrown bone rigidly fixes the implant and pre- 
vents pain and implant-host interface failure. The 
addition of a porous coating to the surface of im- 
plants however, causes stress concentrators that 
may propagate a fracture in notch sensitive ma- 
terial. Notch sensitivity is the degree to which the 
sensitivity of a material to fracture is enhanced by 
the presence of a surface inhomogeneity such as 
a notch created by surface porous coating. Notch 
sensitive materials are also prone to fracture at 
sudden changes in section, cracks, or scratches. In 
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Figure 3: The load deformation curve on the right demonstrates 
that metal has a higher modulus than bone. More stress is re- 
quired to deform metal than bone for a given strain. On the left, 
is a schematic of metal stress shielding bone for a given force 
F: Force; O': Stress; £: Strain=(L2-L1 )/L1 , where L1 is the initial 
length, L2 is the length after deformation; E: Modulus of Elastic- 
ity 
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general, ductile materials are less notch sensitive 
than brittle materials. 

Modularity: Modularity is another important 
concept in implant design, enabling the advanta- 
geous use of different materials for specific func- 
tions. For example, materials optimized for wear 
resistance can be used for the bearing components 
while materials that are less stiff can be used for 
load carrying and fixation to reduce stress shielding 
and consequent bone resorption. 

Materials: 

The same materials that are utilized in hip 
and knee arthroplasty are applicable to TMJ re- 
placement. Cobalt-chromium and titanium alloys 
possess the necessary strength and fatigue resis- 
tance for implant stems and bodies, with titanium 
alloy having the advantage of lower elastic modulus 
and better load sharing characteristics. A variety of 
porous fixation surfaces are available for enhanc- 
ing stability through tissue ingrowth. They include 
the more traditional beaded or fiber wire types of 
surface treatments and the newer higher porosity 
foam-like materials made of either titanium or tan- 
talum (33-37). Potential bearing combinations in- 
clude cobalt-chromium alloy against polyethylene 
or a hard-hard bearing using alumina oxide ceram- 
ic or cobalt-chromium alloy. Of significant note is 
the fairly recent development of highly cross-linked 
polyethylene, a very wear resistant formulation of 
ultra high molecular weight polyethylene that is wit- 
nessing widespread use in total hip and knee ar- 
throplasty. Wear simulator studies have confirmed 
very low wear rates with these new materials (37- 
40). 

With the knowledge of implant design 
specifications, the appropriate component mate- 
rials can be chosen. Among those, there is stain- 
less steel. Such a material has appropriate ultimate 
tensile strength and fatigue properties. It should be 
avoided for TMJ implants however, as it is suscep- 
tible to crevice and inter-granular corrosion: in ac- 
tive areas such as the TMJ, this corrosion may lead 
to implant failure and consequent immune reaction 
and osteolysis. Stainless steel is not "biocompat- 
ible" under the loading conditions found in the TMJ. 
Cobalt-Chromium (CoCr) based alloys are biocom- 
patible and unlike stainless steel are highly corro- 
sion resistant. They have low notch sensitivity and 
thus can be treated with metal beads or fibre wire 
to promote bone ingrowth and significantly increase 
implant fixation (33). CoCr alloy metals have excel- 
lent wear properties and have stood the test of time 
in metal on metal hip implants for up to 20 years 



(34). CoCr is very hard and abrasion resistant, but 
this property can be a disadvantage in TMJ im- 
plants. Due to its high elastic modulus, CoCr alloy 
implants cause significant stress shielding (35). Ex- 
amples of implant migration and bone fracture sec- 
ondary to the profound bone resorption have been 
reported in the orthopedic literature (35). 

Titanium alloys are highly biocompatible 
with half the elastic modulus of CoCr. As a more 
flexible implant, it can more uniformly transfer 
loads and cause significantly less stress shielding 
to adjacent bone. Titanium however does not have 
good wear properties. When subjected to repeti- 
tive forces, it is fatigue resistant and thus breaks 
down. It should not be used at the joint interface. 
Furthermore, titanium is notch sensitive and thus 
should not be impregnated with beads or fibre wire 
to promote bony ingrowth. However, when the sur- 
face is roughened without notching, bone ongrowth 
occurs and thus improves fixation. Consequently, 
non-porous coated titanium alloy material can be 
used for the TMJ stem component to decrease 
stress shielding to the adjacent bone while still with- 
standing the forces generated at the TMJ. CoCr on 
the other hand has excellent wear resistance and is 
the reason why it is used as the femoral head com- 
ponent in total hip arthroplasty. It can withstand the 
high repetitive motion and forces up to three times 
body weight with acceptable wear properties last- 
ing an estimated 20-30 years. Consequently CoCr 
is an ideal material for the "ball" component of TMJ 
alloplastic implants. 

Non-metallic materials have a significant 
role in joint replacement as well. Ceramics for ex- 
ample, are very stable and inert materials that can 
withstand high compressive forces. They are brit- 
tle however, and are susceptible to fracture when 
subjected to high tensile forces. They have been 
shown as useful alternatives as bearing material in 
highly loaded joints such as the hip. 

Ultra-high molecular weight polyethylene 
(UHMWPE) has also had long term success in the 
orthopaedic literature as a joint spacer in the hip 
and knee (36). With repetitive loading however, it is 
subject to wear. To prevent particularization, osteol- 
ysis, and aseptic loosening, cross-linked ultra-high 
molecular weight polyethylene with improved wear 
resistance has been developed (37-39). Hip simu- 
lator studies have confirmed very low wear rates 
with these new materials (38, 40). 

Contemporary metal-on-metal CoCr bear- 
ings have shown very low wear rates as compared 
to polyethylene. They have however been shown 
to release particles and ions from the articulating 
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surfaces into the joint and tine whole organism es- 
pecially in the early phase after implantation. The 
released metal ions, especially chromium, are hy- 
pothesized to potentially trigger cytotoxic, carcino- 
genic and allergic reactions. The incidence of these 
implant-related complications is very low but long 
term data is unavailable. More research is required 
for the development of the best and safest bearing 
choice for implant design. 

CURRENT IMPLANTS 

Three prosthetic systems currently exist: 
1. TMJ Implants (41); 2. TMJ Concepts (42); and 
3. Biomet/Lorenz (43). Similar to hip implants, they 
are a "ball and socket" type of prosthetic joint. The 
three systems differ in their component materials 
(Table 1). 

The condylar portion of all implants is made 
of CoCr alloy. The Biomet/Lorenz TMJ implants 
have a plasma spray titanium coating on the bone- 
contacting surface that allows bone apposition and 
biologic fixation. The CoCr bearing has high hard- 
ness and strength and attaches to the implant body 
with a modular taper connection. 

Attached to the condylar component is the 
ramus which is made of CoCr alloy for the TMJ 
Implants and the Biomet/Lorenz system. The TMJ 
Concepts utilizes titanium alloy. Unlike the hip, the 
mandible is a thin bone that does not have much 
volume for implant fixation. The smaller modulus of 
titanium would better distribute load and decrease 
stress shielding in the inherently thin mandibular 
bone. 

Connecting the "ball" to the "socket" is the 
fossa component. The TMJ Implants utilizes a met- 
al-on-metal bearing made of CoCr alloy. Both the 
TMJ Concepts and the Biomet/Lorenz systems uti- 
lize UHMWPE for the fossa bearing material. Met- 
al-on-metal components have been shown to have 
high wear resistance and long life expectancy in the 
hip. However, in the jaw where loads are relatively 
high and contact areas are smaller and less con- 
gruent than in the hip, there is potential for a more 





Fossa 


Condyle 


Ramus 


TMJ Implants 


Co-Cr-Mo Alloy 


Co-Cr-Mo Alloy 


Co-Cr-Mo Alloy 


TMJ Concepts 


Ti (UHMWPE 
surface) 


Co-Cr-Mo Alloy 


Ti Alloy 


Biomet/Lorenz 


UHMWPE 


Co-Cr-Mo Alloy 
(Ti surface) 


Co-Cr-Mo Alloy 



Table 1: Components of the three TMJ prosthetic systems. Co: 
cobalt; Cr: Chromium; Mo: molybdenum; Ti: titanium; UHMWPE: 
ultra-high molecular weight polyethylene 



aggressive wear environment due to higher contact 
stresses. This is equally true for the CoCr-UHM- 
WPE bearing components of the TMJ Concepts 
and Biomet/Lorenz systems. All three systems uti- 
lize titanium alloy screw for implant fixation to bone. 
The current available data for all implants have 
been promising. In 2004 Mercuri and Giobbie-Hur- 
der showed high success rates with TMJ Concepts 
systems with a follow-up period of 60 months (44). 
Saeed and Speculand independently reviewed their 
use of the TMJ Implants on a total of 154 patients 
with acceptable outcomes (21, 45). The Biomet/ 
Lorenz system was reviewed in a case series de- 
scribing the manufacturer's results (46). The ob- 
jective outcomes of jaw function were shown to be 
highest in the multiply operated patients (3). These 
patients had poorer subjective responses however, 
which was attributed to psychological factors (3). 
Moreover, total alloplastic TMJ replacements have 
shown promising treatment outcomes reporting de- 
creased patient pain and improved jaw function. 

Alloplastic TMJ reconstruction devices 
have shown considerable predictability and reliabil- 
ity. Many advantages exist over autogenous grafts: 
1 . Immediate jaw motion and physiotherapy; 2. No 
need for secondary donor site; 3. Custom made 
alloplastic implant capability. The immediate capa- 
bility for patients to undergo physiotherapy is per- 
haps the most important advantage of alloplastic 
implants. The patient's mandible is able to imme- 
diately function after implantation and thus continu- 
ous active and passive muscle activity allows for 
improved outcome and decreased stiffness of the 
joint. The decrease in secondary donor site morbid- 
ity is also a very attractive option over autogenous 
grafting. Not only does it prevent complications to 
other sites of the body, but operative time and costs 
are also decreased. Alloplastic materials can also 
be custom made to mimic the normal anatomic 
contours of the structures they are to replace. They 
can therefore be better stabilized and allow for fast- 
er recovery time. 

Despite the many advantages to alloplas- 
tic prosthetics, there are known limitations. Allo- 
plastic prosthetics are contraindicated in children, 
non-informed patients, in patients with uncontrolled 
systemic disease, in patients allegic to these mate- 
riels, and finally in patients with an active infection 
at the site of implantation (17). They should not be 
used in children as the implants may interfere with 
the normal growth of the facial skeleton and they 
would need to be replaced when facial maturity is 
reached. Another limitation of alloplastic prosthetics 
is their initial implant cost. The relative novelty of 
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the modern TMJ implants limits the long-term data 
regarding material wear, failure, and implant stabil- 
ity. 

FUTURE DIRECTION / CONCLUSION 

Generalization of the improvements in pa- 
tients undergoing total alloplastic TMJ replacement 
is limited to the low number of studies and the few 
surgeons and manufactures available. New tech- 
nologies have been described in different fields that 
can improve current TMJ implants. For example, 
the use of cross-linked UHMWPE for the TMJ fossa 
may prove superior in wear to the current available 
implant materials. In addition, bisphosphanates are 
a group of anti-osteoclastic agents that have an 
anti-resorptive effect used in osteopenic patients 
for reducing bone resorption, increasing bone den- 
sity, and decreasing fracture incidence. Studies 
have showed maintenance of bone mineral density 
around bisphosphanate impregnated hip implants 
(47, 48). The same technology may be applied to 
the TMJ implants to counter the stress shielding 
effects on the mandible. Another promising field 
advancing TMJ reconstruction technology is tis- 
sue engineering. Recent studies have manipulated 
rat bone marrow mesenchymal stem cells to form 
the shape and dimensions of a human mandibu- 
lar condyle (49, 50). Such technology may provide 
anatomic-specific autogenous tissue implantation 
with the potential to adapt to the functional loads in 
the TMJ. Moreover, long-term clinical studies and 
improved implant design can potentially further im- 
prove the current available technology and help the 
millions of patients suffering from TMD disorders. 

To conclude, the goal of TMJ reconstruc- 
tion should appropriately address the presenting 
complaints of the patients without causing harm. 
Both autogenous and alloplastic TMJ reconstruc- 
tion are available surgical options. Autogenous re- 
construction is indicated in children as these grafts 
have growth potential. Modern alloplastic TMJ re- 
construction has also shown improved subjective 
and objective outcomes with fewer complications 
than autogenous grafting. Long-term data however 
are insufficient to appropriately predict the life ex- 
pectancy of the alloplastic systems. With under- 
standing of the functional anatomy of the jaw and 
the engineering concepts and mechanics of the 
TMJ, superior designs and long-term studies can 
improve the systems currently available. 
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